A capillary electrophoresis-mass spectrometry (CE-MS) method has been developed to perform routine, automated analysis of low-molecular-weight peptides in human serum. The method incorporates transient isotachophoresis for in-line preconcentration and a sheathless electrospray interface. To evaluate the performance of the method and demonstrate the utility of the approach, an experiment was designed in which peptides were added to sera from individuals at each of two different concentrations, artificially creating two groups of samples. The CE-MS data from the serum samples were divided into separate training and test sets. A pattern-recognition/feature-selection algorithm based on support vector machines was used to select the mass-to-charge (m/z) values from the training set data that distinguished the two groups of samples from each other. The added peptides were identified correctly as the distinguishing features, and pattern recognition based on these peptides was used to assign each sample in the independent test set to its respective group. A twofold difference in peptide concentration could be detected with statistical significance (pvalue , 0.0001). The accuracy of the assignment was 95%, demonstrating the utility of this technique for the discovery of patterns of biomarkers in serum.
Introduction
As part of the quest to understand the complex mechanisms that control and regulate the human body, scientists are studying the proteome -essentially the quantitative distribution of proteins in the human body. It is well-known that certain proteins change in concentration in response to specific diseases. Knowledge of these proteins' concentration changes may be used to detect the onset of disease prior to the observation of symptoms in a patient. A molecule used to determine a disease state is termed a biomarker. Single biomarkers have been used to diagnose disease for many years; however, as Anderson and Anderson [1] have noted, some widely used single-protein diagnostic tests have a specificity of only approximately 60%, and the rate of introduction of new FDA-approved single-protein tests is declining. It is likely that sets or patterns of multiple biomarkers may exist for a specific disease; these sets may then be used to differentiate populations (for example, those with cancer and those without) with high sensitivity and high specificity. A biomarker is validated by demonstrating that it can be used to differentiate populations that were not used in its discovery. However, a biomarker needs not be causal or involved mechanistically in the disease process. Once discovered, these biomarkers can be used for many purposes, including diagnosing disease and monitoring treatment and recurrence. The challenge, then, is how to discover and validate these biomarkers in a relatively efficient manner. To meet this challenge, an analytical technique must separate and detect as many components as possible. It must be robust to the typical biological variation in physicochemical properties of the sample. It must perform in the same manner from analysis to analysis. It must be economical in time, effort, and expense.
Mass spectrometry has emerged as a key technology for biomarker analysis [2] [3] [4] [5] [6] . Capillary electrophoresis-electrospray ionization-mass spectrometry (CE-ESI-MS) is a particularly attractive approach for discovery of biomarkers; in fact, it has already been reported for the discovery of biomarkers in human urine and serum [7] [8] [9] [10] . CE can separate complex mixtures with high resolution in typically less than 1 h. Techniques are available to concentrate the sample on-line in order to boost sensitivity [11] [12] [13] . It is easily automated, and its coupling to MS via ESI has been described by many authors [7, [14] [15] [16] [17] [18] [19] [20] [21] [22] . However, the routine, automated use of CE-MS is not without challenges [17] . Foremost is the robust transfer of analytes from the separations (CE) capillary to the inlet of the mass spectrometer via electrospray. Many different types of ESI interfaces have been reported for the coupling of CE to MS [18, [22] [23] [24] [25] [26] [27] [28] [29] [30] [31] [32] [33] [34] [35] . In general they fall into three classes: (i) sheathless interfaces, wherein the separations capillary is connected directly to an electrospray emitter (tip), (ii) liquid-junction interfaces, where there is a small liquidfilled gap between the separations capillary and the emitter, and (iii) sheath-flow interfaces, wherein the end of the separations capillary is enclosed within another capillary through which flows a constant supply of sheath liquid. In a sheath-flow interface, a conventional syringe pump drives the fluid flow, insuring a stable spray. As such, sheath-flow interfaces have been reported to operate more robustly than sheathless interfaces [17, 28, 36] . It is also reported, however, that sheath-flow interfaces are less sensitive than sheathless interfaces [16, 19, 28, 32, 33] . As the analytes migrate into the sheath fluid, they are diluted, and the resulting loss of signal varies by component.
Here we report our use of a sheathless ESI interface to couple CE to a time-of-flight (TOF) mass spectrometer for the automated separation and detection of intact polypeptides in human serum (see Sections 2-3.1). We choose to use a sheathless interface for its inherent sensitivity. To further increase the sensitivity of the technique, we employ transient isotachophoresis (tITP) to concentrate the sample on-line. Our objective is to demonstrate the utility of our technique for the discovery of biomarkers in human serum in a model system. This demonstration will reveal the performance of the system and give us confidence in its ability to discover biomarkers in future clinical studies. In our model system, (see Sections 3.2-3.5), 13 polypeptides are added as mock 'biomarkers' at predetermined levels to each of two groups of human sera. To test the system's performance, we use threefold cross-validation, where two-thirds of the resulting mass spectra from CE-MS analysis are used to train an algorithm to recognize (discover) a priori the pattern of polypeptides ('biomarkers') that distinguishes one group from the other. The trained algorithm is then used to classify the remaining data as belonging to one group or the other. Using this methodology, we were able to detect a twofold difference in the concentration of peptides added into human serum at the 100 nM level and could detect other components present in serum at 10 nM (fmol/ mL). These concentration levels correspond to expected molar concentrations of tissue leakage proteins in human plasma. Our algorithms correctly identified the pre-added polypeptides as the 'biomarkers' for the two groups of sera. Using the identified polypeptides, the algorithms classified samples with 95% accuracy.
Materials and methods

Reagents
Glacial acetic acid (991%), formic acid (96%), 5.02 N ammonium hydroxide volumetric standard, ammonium persulfate (APS), 7-oct-1-enyltrimethoxysilane, 3-methacryloylaminopropyl trimethylammonium chloride (MAP-TAC), and TEMED were purchased from Sigma-Aldrich (St. Louis, MO, USA ]-vasopressin were also obtained from Sigma Chemicals. GC-MS-grade methanol, HPLC-grade acetonitrile (ACN), high-purity acetone, and HPLC-grade water were obtained from Honeywell Burdick and Jackson (Muskegon, MI, USA). Sodium hydroxide (10 M) was obtained from JT Baker (Phillipsburg, NJ, USA). eCAP  Neutral Marker was obtained from Beckman Coulter (Fullerton, CA, USA) and diluted 100-fold in ACN. Individual human serum samples were obtained from Golden West Biologicals (Temecula, CA, USA). For methods development work, pooled normal human serum was obtained from Sigma Chemicals. A 50 mL aliquot of serum is used for each sample. The high-abundance, high-molecular-weight proteins are removed by ultrafiltration through a Microcon  YM50 membrane (Millipore, Billerica, MA, USA). The filtrate is concentrated and desalted by adsorption from 5% ACN/0.1% acetic acid on a C8 Opti-Guard  column (Optimize Technologies, Oregon City, OR, USA). The column is washed multiple times with 5% ACN/0.1% acetic acid to remove salt before the sample is eluted in 20 mL 70% ACN/0.1% acetic acid. Processed serum samples are stored at 2207C until use. The set of peptides used to evaluate recovery after ultrafiltration and desalting consisted of angiotensin II, [ ] vasopressin; these peptides were selected because they were resolvable from endogenous peptides by HPLC.
Instrumentation
The CE-ESI-MS system used in this work was assembled from a combination of commercially available and custombuilt instrumentation. Briefly, it consists of a Beckman P/ ACE MDQ (Beckman Coulter) with a cooled sample garage and an EDA cartridge to allow the separations capillary to exit the instrument to the mass spectrometer. Figure  1 is a photograph of the electrospray interface. The separations capillary was mated to the electrospray emitter via an ADPT-PRO nanoelectrospray adapter (New Objective, Woburn, MA, USA) according to the instructions provided by the manufacturer. Briefly, the ends of the separation capillary and spray emitter are inserted into a plastic, zero-dead-volume union and sealed in place with plastic finger-tight screws and sleeves. Voltage was applied via a metal adapter which contacted the conductive coating on the distal end of the emitter. The interface was mounted on a xyz-positioning stage to allow adjustment of the emitter position relative to the inlet of the mass spectrometer. A CCD camera (Model KP-M22AN, Hitachi Kokusai, Japan) was mounted to enable visualization of the spray and the position of the emitter tip. For work with human serum, the interface was enclosed in a nonairtight chamber as an added measure to contain stray or excess aerosol. The chamber was vented to the building fume hood exhaust system. The presence of this enclosure was not observed to affect the separation. MAPTAC according to a variation of the procedure of Kelly et al. [16] . This produced a hydrophilic, positively charged coating on the inner surface. Briefly, the capillary is rinsed with sodium hydroxide for 45 min, water for 45 min, and methanol for 15 min to clean the surface. Next, the surface is silanized by pumping a 0.5% v/v solution of 7-oct-enyltrimethoxysilane in anhydrous methanol through the capillary for 12 h, followed by 15 min rinses with methanol and water. Polymerization was performed by pumping an aqueous solution of 0.2% v/v TEMED, 0.07% w/v APS, and 5% w/v MAPTAC through the capillary for 18 h. After derivatization with poly-MAPTAC, the capillaries were rinsed with water for 1 h and stored wet at 47C until use. Typically, a single batch consisted of two , 3 m lengths of capillary. The electroosmotic flow (EOF) was measured under standardized conditions on a segment from each batch of poly-MAPTAC-derivatized capillary and found to vary by less than 5% batch-to-batch. Fused-silica electrospray emitters were purchased from New Objective and derivatized with poly-MAPTAC according to the procedure described above. The emitters used for the pattern recognition experiment (TT360-50-5-D-5) were purchased with a conductive coating applied to the distal end. The frontal (tip) end is tapered from the outer diameter of 360 mm to the inner diameter of 50 mm. After derivatization, emitters were stored submersed in water until use. To extend the lifetime of the emitter to between one and five days of constant use, we developed a careful procedure to cut, trim, and clean the emitter. Before use, emitters were rinsed with acetone and cut carefully to 3 cm. The cleaned and cut emitters were inspected under a microscope for the integrity of the polyimide and conductive coatings at the cut end of the emitter. Any overhanging coating material was carefully removed under microscope observation with a dental pick. Damaged emitters were not used and were discarded.
In the development of the separations methodology, an ABI Mariner (Applied Biosystems, Foster City, CA, USA) TOF mass spectrometer was used as the detector. For the pattern recognition experiments involving serum, an in-houseconstructed orthogonal TOF mass spectrometer with a twostage ion reflector was used [37] . In this instrument, ions were introduced into the extraction chamber after passing through an electrodynamic ion funnel/collisional quadropole assembly, selection quadropole, and an Einzel lens arrangement. The home-built mass spectrometer was controlled and data acquired using software developed in a LabView environment (National Instruments, Austin, TX, USA). The m/z resolution was typically 3500 for the 1 3 charge state of neurotensin. When performing CE-MS in automated mode, we incorporated a relay-open step in the electrophoresis method file to trigger mass spectral data acquisition. Instrument-specific parameters for the P/ACE MDQ and TOF-MS were controlled independently.
CE-ESI-MS run conditions
Electrophoresis was performed in a 65 cm capillary coated internally with poly-MAPTAC. The MDQ was grounded to the chassis of the mass spectrometer, and a negative separation voltage was applied at the injection end of the capillary by the MDQ. A positive spray voltage was supplied at the electrospray interface by a power supply in the mass spectrometer. The current capacity for the spray voltage power supply is several milliamperes, 1000-fold greater than the electrophoresis current. While developing the methodology, the electrospray voltage was adjusted manually between 1 2 and 1 3 kV for optimal spray stability and signal, and the separation voltage was 230 kV. Spray instabilities were caused most commonly by improper preparation or installation of the emitter or by high levels of lysophosphatidylcholine in the sample. If spray instabilities were observed, data were not collected, and the emitter was replaced. For the pattern recognition experiment, the separation voltage was set at 230 kV, and the electrospray voltage was set at 1 2.3 kV, and therefore, all separations were performed at the identical voltage gradient. The run buffer was 60 mM acetic acid in 20% methanol (pH 3.2), and the stacking solution was 25 mM ammonia in run buffer (pH 4.7). For the pattern recognition experiment, serum was injected for 5 s at 9.5 psi followed by the stacking solution for 5 s at 4.8 psi. Under these conditions, the flowrate was approximately 280 nL/min, and the EOF was approximately 5 6 10 24 cm 2 /V?s. To reduce evaporation, the bottom of a 2 mL Beckman P/ACE sample vial was filled with 350 mL run buffer. The serum sample was transferred into a 200 mL PCR vial, suspended on a spring inside the 2 mL vial, and capped before loading into the sample tray of the P/ACE MDQ. The sample garage of the MDQ instrument was kept at 47C. Before each injection of serum, the capillary was rinsed and conditioned by a series of five pressure rinse steps each performed for 2 min at 20 psi. The five solutions were in sequence: 75 mM ammonia in run buffer (pH 9.2), 1.8 M formic acid (pH 1.6), water, 60 mM acetic acid, and run buffer. The mass spectrometer was operated in positive ion mode at a data acquisition rate of three seconds per spectrum. Spectra were acquired for m/z from 0 to 2000 Th.
Results and discussion
CE-ESI-MS method development
Because we intend to use CE-MS to discover biomarkers, we wished to develop a robust method that was as sensitive as possible. Sheathless interfaces are reported to give better limits of detection because the analytes are not diluted by the sheath fluid. To obtain the best possible overall sensitivity, we chose to investigate how to make a sheathless interface operate robustly, and we chose to implement an in-line sample 'stacking' procedure as part of our separation. In the following sections we summarize the development of the method we used to perform automated CE-MS on serum samples over a multi-day period.
Serum preparation
Because the targets of our biomarker discovery project are peptides and small proteins, we developed a procedure to deplete the serum of proteins larger than 50 000 MW. In doing so, we effectively remove the majority of the high-abundance proteins, such as serum albumin and immunoglobulins G, which could overwhelm lower-abundance peptides of interest. Eight proteins alone constitute approximately 90% of the 60-80 milligrams of protein per milliliter serum [38, 39] ; these highabundance proteins are of little interest to us. Our procedure also effectively desalts the sample to reduce the conductivity of the sample and to avoid the possible formation of salt adducts in the electrospray. More than 99% of the high-abundance proteins were removed, as determined using the Bradford assay. To characterize the recovery of lower-molecular-weight peptides, we added a standard set of low-molecular-weight peptides into serum at known concentrations and determined the yield by HPLC with UV detection. Recovery of spiked peptides varied by peptide and on average was 85% (range: 70-100%).
Capillary electrophoresis
The use of ESI-MS as a detection method for CE imposes well-known restrictions on the choice of buffer and capillary chemistry [40] . For example, to minimize blocking the MS inlet and to minimize the formation of salt adducts, only volatile components are used in the separation buffer. For maximum sensitivity, components that compete with analytes for charge in the electrospray are excluded from the run buffer to minimize signal loss due to ion suppression. Furthermore, the composition of the buffer must be chosen so as to support stable electrospray at the given flow rate of the separation. Optimal choices for buffer components are water, volatile organics (commonly acetonitrile or methanol), and volatile acids (commonly acetic or formic acid). When there is no sheath flow, the flow that supports the electrospray is supplied by the EOF generated in the separations capillary. As we were operating the MS in positive-ion mode, we decided to modify the inner surface of the separation capillary with the covalently linked, hydrophilic, positively charged coating poly-MAPTAC. Thibault and co-workers [16] have reported previously the utility of this coating chemistry for CE-MS of peptides. The fixed positive charge on the coating generates the required electroosmotic flow, and we expect that the combination of fixed positive charge and hydrophilicity of the coating minimizes adsorption of the primarily positively charged components of serum.
As the serum samples are eluted in ACN, we first investigated using aqueous solutions of acetic acid or formic acid and ACN (0-40%) as the separation buffer. However, we obtained better separations in aqueous methanolic systems, as illustrated by the separations of peptides and small proteins in Fig. 2 . The first three peptides are separated approximately equally well in both ACN and methanol-containing solutions; however, the later-migrating proteins are better resolved in the methanolic solution. We investigated a range of different concentrations of methanol (0-40%) and acetic acid (20-80 mM) for their ability to separate a standard set of peptides and proteins and for the stability of electrospray. We found that using 20% methanol and 60 mM acetic acid gave the best combination of resolution, run-time, and electrospray performance.
To minimize concerns of sample-to-sample carry-over from adsorption of serum components and to improve the reproducibility of migration times from run-to-run, we developed and implemented a capillary rinsing and conditioning procedure. This procedure consists of rinsing the capillary with alkaline and acidic solutions and then 
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conditioning the surface by flushing with water, dilute acetic acid and, finally, the separation buffer. For the rinsing solutions, we first used sodium hydroxide and hydrochloric acid, as other authors have used for separations of serum components [11, 41] . However, we found that even with the subsequent flushing steps, enough sodium and chloride ions were retained in the system to create detectable sodium and chloride adducts of serum components. To eliminate these undesired adducts, we replaced sodium hydroxide and hydrochloric acid with ammonium hydroxide and formic acid.
Many choices exist for concentrating samples in-line in CE; for example, field-induced sample stacking [11, 12, 42] , transient isotachophoresis [13, 27, 40, 43, 44] , in-line reversed-phase chromatography columns [11, 12, [45] [46] [47] , membrane preconcentration [20, 40, 48] , etc. We chose to implement a tITP step to concentrate relatively large injection volumes of serum for its simplicity. Our serum sample is complex and reasonably concentrated, containing many separable components detectable by UV absorbance (214 nm). We mention this because we are applying an in-line concentration step to maximize the number of dilute species that we can detect in a background of more concentrated species.
To implement tITP-zone electrophoresis (ZE), we inject a plug of the ammonium stacking solution after injecting the sample [13, 17] . The injection end of the capillary is then replaced into the vial containing separation buffer and the voltage applied, causing the analytes to stack transiently into a narrower zone and then separate by ZE (tITP-ZE). An example of the gain in signal by UV detection is shown in Fig. 3 for a simple set of peptides and small proteins. For these analytes, the signal intensity increases approximately tenfold upon injecting 13 times more sample and implementing tITP-ZE. Although the injected volume is stacked into a zone that separates into fairly symmetrical peaks, some resolution is lost.
A concern for MS detection is whether the gain in total number of detectable and quantifiable species achieved by injecting more sample is offset by ion suppression resulting from the loss of electrophoretic resolution between species. An absolute answer to this question can be ascertained with an algorithm that accurately counts the total number of species detected in a CE-MS run. We are presently optimizing such an algorithm and plan to report on this topic in further detail in a forthcoming publication.
In the absence of this algorithm, we performed a series of CE-MS experiments in which we varied the amount of sample injected and performed either ZE alone or tITP- Figure 3 . Tradeoff of signal gain and resolution for ZE versus tITP-ZE separations. Approximately 13-fold more sample was loaded for the tITP-ZE separation, resulting in an improvement of 10-to 14-fold in signal. Electrophoresis was performed in 20% methanol/60 mM acetic acid at 500 V/cm in a 60 cm, 50 mm ID poly-MAPTACtreated capillary. Detection was by UV absorption at 214 nm at 50 cm from the injection end. For the ZE run, sample was injected for 6 s at 1 psi. For the tITP-ZE run, sample was injected for 8 s at 9.5 psi, followed by an 8 s, 9.5 psi injection of the stacking solution. Components, each at 10 mg/mL: (1) neurotensin, (2) angiotensin I, (3) bradykinin, (4) carbonic anhydrase, (5) myoglobin, (6) cytochrome c.
ZE. We also optimized the ammonia concentration (20-80 mM) and the ratio of sample-to-stacking plugs to give a combination of reasonable resolution and signal gain. We found that we could obtain a modest (as much as 5-fold) increase in signal, which varied from component to component, by injecting the sample for 5 s at 9.5 psi and injecting the stacking solution for 5 s at 4.8 psi. Figure 4a shows a comparison of the base peak intensity (BPI) trace for serum separated by ZE (lower trace) and that separated by tITP-ZE (upper trace). For the runs illustrated in Fig. 4 , the amount of injected serum and run conditions (applied voltage, capillary, buffer, etc.) were the same. By extracting ion electropherograms for individual components, we find that individual components typically have a narrower peak width and a higher signal in the tITP-ZE data. For example, the maximum intensity for angiotensin I (m/z 432.9, 13 charge state) is approximately four times greater with tITP (,2950) than without (,720) (Fig. 4b) .
The mechanism of stacking is likely a combination of several effects. The ammonium ion has a faster mobility than the serum components, and therefore we expect the Comparison of spectra where angiotensin I (m/z 432.9) has its maximum intensity for the two separations shown in (a). The spectrum for the ZE separation lies within that for the tITP-ZE separation. Angiotensin I was added to human serum before processing the serum.
serum components to stack against the ammonium ion boundary for as long as ITP conditions persist local to the sample zone. In addition, the pH of the ammonium solution is more basic than that of the sample, and therefore peptides that migrate through the boundary into the ammonium zone will become less positively charged and slow, also causing the stacking to occur at the boundary with the ammonium zone.
We investigated the run-to-run reproducibility of our tITP-ZE method by performing ten sequential separations of a mixture of three peptides and three proteins with UV detection. The coefficient of variation (CV) of migration time varied by component and was on average ,0.5% (range: 0.3-0.7%). The CV for peak intensity was on average 6.8% (range: 4-9%).
Electrospray interface
In a sheathless electrospray interface, the separations capillary is most often coupled directly to the electrospray emitter in a union, and the spray voltage is supplied either at the junction or at the tip. When we used a frontally coated electrospray emitter (SilicaTips: New Objective) and applied the spray voltage to the tip, we experienced frequent electrical arcing from the emitter to the mass spectrometer. The arcing destroyed the conductive coating and rendered the emitter useless. We therefore abandoned frontally coated emitters in favor of applying the voltage at the junction between the separations capillary and the emitter.
We tested three ways to apply the voltage to the fluid in the emitter: (i) use of a distally coated emitter from New Objective, (ii) use of a stainless steel union to join an uncoated emitter and capillary, and (iii) use of a t-junction in which a platinum or palladium wire was inserted perpendicular to the capillary-emitter axis. The metal union was easy to assemble and use; however, we observed undesirable contaminant peaks, hypothesized to arise from iron-acid interactions. In our hands, the t-junction was less robust than the distally coated emitters from New Objective. The construction of the interface did not affect the resulting electropherogram significantly except for gross loss of resolution due to clogging, spray instability, or failure.
We tested emitters where the tip is drawn to a smaller inner diameter (SilicaTips) and emitters where only the external (outer) diameter is tapered (TaperTips). We found that an externally tapered tip with 50 mm ID (equivalent to the ID of the separations capillary) performed best, as tips with inner diameters of 8-30 mm were prone to clogging. To make the emitter perform more robustly, we found that it was critical to coat the inner surface of the emitter with poly-MAPTAC and clean and cut the emitter carefully and meticulously. By so doing, the lifetime of a single, coated emitter was extended to between one and five days of continuous use. For best signal, the emitter was on-axis with the inlet capillary, and the tip was placed approximately 2 mm from the MS inlet. Under operating conditions, a stable (Taylor) cone of fluid, resembling the tip of a sharpened pencil, was present at the end of the emitter.
Design of pattern recognition experiment
Our overall goal was to design an experiment to assess to what extent we could distinguish and classify serum samples based on patterns of component intensities. Our objectives were the following: (i) characterize the performance of the system, (ii) determine what fold differences in concentration could be determined, and (iii) gauge how well samples could be classified based on a set of components spiked into the serum at different levels. This required relative quantitation; i.e., we wanted to detect relative differences in concentration of selected peptides in a complex background of serum peptides and proteins.
A total of 76 CE-MS analyses were planned on 18 individual human serum samples and 8 pooled serum samples. Each sample was analyzed two to five times, in random order. The pooled serum samples were made by combining an aliquot of each individual sample to eliminate effects caused by biological variability between individuals. We added one of two specific sets of 13 polypeptide standards in predetermined amounts to each sample, thus creating two sample groups, A and B. The peptides were chosen to separate well from each other by electrophoresis and to span a range of molecular weights and mobilities populated by the majority of low-molecular-weight serum components. The final concentration of each peptide in each sample group is given in Table 1 .
The range of mass concentrations of proteins in plasma spans at least ten orders of magnitude [1] . Many of the high-concentration proteins are also relatively large and are easily analyzed by other existent, classical technologies. In this work, peptides and small proteins were added to serum at concentrations within the range for tissue leakage proteins, the second most abundant general class of proteins, as defined in the review of the human plasma proteome published by Anderson and Anderson [1] .
Two components, neurotensin and lysozyme, were added after sample processing and before CE-MS analysis as standards that could be used to characterize the performance of the CE-ESI-MS methodology. These components, the postprocessing standards, were added to a final concentration of 100 nM in each sample. All other peptides and proteins were added before any processing was performed on the serum sample. Two of these, ubiquitin and insulin b-chain, were added to each sample at 200 nM and 500 nM, respectively, in the starting serum volume. The other nine peptides and proteins were added at different levels in Group A samples than in Group B samples to emulate a different pattern of peptide concentrations between the two groups.
The difference in concentration of each of the nine 'pattern recognition standards' between the two groups varied from two-to twentyfold. The concentrations in Group A and Group B were chosen so that similar total molar amounts of peptides were added to each group of samples. The purpose of adding neurotensin, lysozyme, ubiquitin, and insulin b-chain at equivalent concentrations in all samples is to serve as a control for pattern recognition; these four peptides should not be identified as components that distinguish the two groups of samples. 
Performance of tITP-ZE-ESI-MS methodology in the pattern recognition experiment
We performed the CE-MS runs in an automated mode, with ten samples loaded into the autosampler at a time. At the start of every day, we conditioned the system with three runs of a standardized serum sample and then ran a standard set of eleven peptides to monitor the separation performance and signal intensity. If fluid wicked back along the emitter tip, or if the signal could not be brought to within 10% of the typical signal for the set of eleven peptides, the emitter was discarded and replaced with a new one. Figure 5 shows the 3-D data from a run of individual serum displayed in a 2-D format, with m/z increasing from right to left, and separation time increasing from bottom to top; black indicating high intensity and white, zero intensity. The format is analogous to an image of a 2-D separation of proteins on a polyacrylamide gel; each serum component in our separation appears as one or more spots or lines, according to the number of charge states resolved and detected (this image does not have sufficient resolution to display the isotopic resolution of the components). Based on manual inspection of mass spectra for a representative separation, we estimate that we are detecting approximately 500 unique components (peptides, proteins, or other metabolites). In general, only one or two charge states are detected for smaller peptides, such as neurotensin, whereas multiple charge states are observed for proteins, such as residual human serum albumin. In eight samples, we observed high levels of a component at m/z 496.3, confirmed subsequently as L-a-palmitoyl lysophosphatidylcholine (LPC), whose presence correlated to membrane failure caused by the lower angle of one of the rotors used during the centrifugation step. At a high level, LPC dominates the total ion electropherogram over a relatively large fraction of the separation. Therefore, samples containing LPC were removed from the run queue and not further considered in our analysis, leaving 54 CE-MS data sets for analysis.
In Fig. 6 , we plot the migration time of neurotensin, one of the postprocessing standards, as a function of run order for all of the runs of the experiment. The average migration time is 436.5 6 9 s, and the migration times are distributed more or less randomly with run order, indicating that the tITP-ZE methodology is performing equivalently throughout the experiment. The CV of migration time for each of the other components added to the serum is between ,1 to ,3%, indicating that the separation is consistent run-to-run for components with varying electrophoretic mobilities.
We also investigated whether there was a correlation of the data with the day a sample was run. For the pre-and postprocessing standards, which are present in the same concentration in each sample, we calculated a total intensity, akin to the area of a single-component peak in an electropherogram. Where more than one charge state was detected for a component, we summed over the two most prevalent charge states. We then plotted the total intensity against run order and did not find any obvious grouping of the intensities by day (data not shown). 
Detection of multiple-fold differences in concentration between groups
As described above, the pattern recognition standards were added to the serum samples such that the difference in their concentration between the two groups spanned from 2-to 20-fold. In Fig. 7 we show, as an example, data for Substance P, which was added at a 4-fold higher concentration into samples in Group A than into samples in Group B. Figure 7 shows the mathematically averaged mass spectra for Group A (solid line) and for Group B (dotted line). Black circles on the x-axis identify the values of m/z determined to be distinguishing features by our support vector machine (SVM)-based feature selection algorithms. These features are adjacent to each other (the black circles appear as a line) and correspond to the m/z for the first three isotope peaks of Substance P in its doubly charged state. The difference in average signal is easily discernable by eye. Immediately to the right of the isotope envelope for Substance P is an unidentified serum component (m/z 676.4), whose intensity was not significantly different between the two sample groups and was therefore identified correctly as a nondistinguishing feature.
To determine the fold-difference in concentration that was observed in the experiment, we used the mean total intensities for each standard over all runs of Group A samples and the mean total intensities for each standard for all runs of Group B samples. Then, for each standard, we compared the total intensities of that standard in Group A to those in Group B by performing a two-tailed Student's t-test. The result of the t-test is a p-value which tells us the probability due to chance of the difference in means for Groups A and B. For example, if the p-value is 0.6, there is a 60% chance that the observed difference in mean values is due purely to chance and, hence, one would conclude that there is no statistically significant difference between the means. Conversely, a p-value of 0.0001 indicates there is a statistically significant difference between the means because there is only a 0.01% chance that this could have occurred by happenstance.
In Table 2 , we report the p-values for all standards, the observed (detected) fold difference, and the expected fold difference in concentration for all of the polypeptides added to the sera. The observed fold differences for the pre-and postprocessing standards range from 1.05 to 1.30, close to the expected value of 1.0, as these standards are present at the same concentration in Group A and Group B. In particular, there was only a 5% difference between the mean total intensities for neurotensin, and the p-value for this difference was greater than 0.5. We note that the two postprocessing standards, neurotensin and lysozyme, have p-values an order of magnitude higher than those of the preprocessing standards, ubiquitin and insulin b-chain. Therefore, it is likely that ubiquitin and insulin b-chain are more sensitive to an unidentified effect correlated to the two groups of samples (e.g., the additional peptides spiked into each group). It is difficult to ascertain the significance of this correlation without additional data.
The p-values are less than 0.0001 for all pattern recognition standards except melittin. Therefore, with the exception of melittin, the differences in mean total inten- sities between the groups are statistically significant. In subsequent experiments we found the signal variation for melittin (a component of bee venom) is significantly greater than typical peptides or serum components. We were able to find a 1.6-fold difference in the mean total intensities for Group A and B for bradykinin, which was spiked in at twice the concentration in Group B than in Group A. We note that the samples are derived from different individuals, which incorporates biological diversity into the experiment. Thus, we conclude that our system is capable of detecting at least a twofold difference in the average concentration of a component in two groups.
Pattern recognition and classification
The results in the preceding section indicate that if a particular component (a biomarker, for example) has at least a twofold different concentration on average between the two groups, we can detect and quantify that difference with reasonable accuracy and certainty. We wanted to determine whether, without a priori knowledge of the markers, we could automatically identify the pattern recognition standards as those and only those features which differentiate Groups A and B, and furthermore, whether we could classify samples as belonging to Group A and Group B using our pattern recognition and classification algorithms.
Our pattern recognition algorithm is based on the use of SVMs on signal-processed data [49] [50] [51] . The result of signal processing was a single intensity vs. m/z spectrum for each CE-MS run. The raw data was processed by first removing noise from the m/z spectra via wavelet transformation [52] . Then, we summed the intensity for each m/z over all spectra collected during the run, effectively 'collapsing' the data over separation time into a single (1-D) spectrum.
After signal processing, we used support vector machines in an iterative manner to identify and select those features (i.e., m/z values) that differentiate Group A from Group B. We first divide the signal-processed data into two sets: a "training set" and a "test set." Within the training set, the data is subdivided by group, since we know which samples belong to Group A and which belong to Group B. The SVM algorithm is then run on the training set. The result is a weights vector which tells us the relative importance (weight) of each m/z in differentiating Group A from Group B. Next, we 'update' the training set of data by rescaling each value of m/z, taking the component-wise product of the weights vector and the signal-processed spectra (the collapsed 1-D spectra). We run SVM on the updated data, forming a new weights vector. The process of running SVM to form a new weights vector and updating the data is repeated so that the only features (m/z values) retained are those which best distinguish the groups. These features are the selected features that make up the distinguishing pattern [53] .
The final step is to classify a sample as belonging to either Group A or Group B. To do this, we reduce all the original signal-processed data (the 'collapsed' 1-D spectra) so that for each CE-MS run, the only intensities that remain in the data set are those that correspond to the selected features. The SVM is run one last time with the data reduced in this manner to give the weights vector which will be used to classify samples (the classification rule). We classify all the samples in the test set by forming the dot product of the classification rule with the reduced data for each sample and examining the sign of the product. If the sign is positive, the sample belongs to Group A, and if negative, the sample belongs to Group B.
To estimate how well we could classify the data, we performed a threefold cross validation study. Crossvalidation based on multiple folds (groupings) is a statistical technique that has been shown to be a reliable empirical method to estimate the error of an algorithm [54] [55] [56] . We separated the data randomly into three sets: 1, 2, and 3. All data for a single serum sample were kept together in the same set, as each sample was run more than once. We combined sets 1 and 2 to form the training set (as discussed above). The remaining set, set 3, was the 'test set', the set of data that would be classified. In this way, the data used to develop the algorithm is independent from that used to test the algorithm, and therefore the statistics on the accuracy of the algorithm are more indicative of how the algorithm will perform on a much larger, more general data set [56] . We repeated the process of feature selection and sample classification twice more so that each of the three sets of samples was used as the test set, completing the threefold cross validation.
In Table 3 are shown the results of our feature selection for the components we added to serum for each of the three training data sets. A plus sign appears in the table where a component was identified as a distinguishing feature, and a minus sign appears where a component was not identified as a distinguishing feature. We would therefore expect minus signs for all the table entries for pre-and post-processing standards, as those components were added to Group A and Group B samples in equivalent amounts. We would also expect plus signs in the rows for the pattern recognition standards, as these components' concentrations differed between the groups. Out of the three sets of data and the nine pattern recognition stand- A "1" sign denotes where the standard was selected as an identifying feature. A "2" sign denotes where the standard was not selected as an identifying feature.
ards, in only one instance (aprotinin in set 1) was a pattern recognition standard not identified as a distinguishing feature. In only one instance also (lysozyme in set 2), a post-processing standard was identified incorrectly as a distinguishing feature. Lysozyme migrates immediately after serum albumin, which has a large and complex charge state envelope. If the concentration of residual albumin in an individual's sample is high enough, the albumin peak may overlap the lysozyme peak. This overlap may be problematic for quantitation of lysozyme for at least two reasons: (i) the comigration of albumin and lysozyme creates an additional competition between the two for charge in the electrospray, and (ii) the complex charge state envelope of albumin obscures the lower intensity charge states of lysozyme. As a result, we no longer use lysozyme as a standard in our subsequent studies.
We then used the m/z values identified as distinguishing features from each training set to form a classification rule to assign each of the samples in the corresponding test set to either Group A or Group B. We performed this three times, once for each combination of training and test set in the cross validation, to classify the sera corresponding to all 54 CE-MS data sets. Our accuracy in assigning the serum samples to Group A or B was 94.7% with a standard deviation of 5%. This accuracy gives us reasonable confidence that our CE-ESI-MS system provides the performance necessary to identify biomarker candidates in clinical studies. With further analysis and reduction of the noise in the system and better signal processing algorithms to perform denoising, both of which we are already pursuing, we expect to further improve the classification accuracy.
Concluding remarks
With this work, we have developed and demonstrated a sheathless CE-ESI-MS system that we used to analyze human serum samples during a multiple-day period. Furthermore, the separations can be performed routinely in an automated mode, requiring no manual intervention for 10 h or more. The buffer system is fully volatile, and to improve the signal intensity, we employ in-line transient isotachophoresis. The lowest concentration of a species that we can detect depends on component and is approximately 10-100 nM in serum, and approximately 500 serum components were detected. We are able to discern twofold or greater differences in a component concentration at the 100-nanomolar level with high certainty for samples from different individuals. We were also able to use a pattern recognition algorithm to independently select in test data the values of m/z corresponding to peptides that had been added in different amounts to each of two groups of sera. Furthermore, we used the selected m/z values to classify each individual sample as to which group it belonged. The accuracy of classification was 95%.
We have demonstrated that automated, sheathless CE-ESI-MS is a sensitive and practical tool for discovery of serum biomarkers. We are in the process of improving several components of the system in order to observe a larger number of serum components and to produce results of yet greater accuracy. From the favorable results reported here, we have an understanding of the system performance and are pursuing its application in clinical studies.
